[Control of the radiation quality in diagnostic x-ray equipment].
A dependence of effective X-ray energy upon a high voltage amplitude for filters with various thickness is plotted using experimental attenuation curves. An analytical expression for the dependence is also derived. It relates radiation quality with an anode voltage amplitude for the units PYM-20.